Lab Code
ADEMO01
ANTEO1
AREV01
ARPLO1
ARSLO1
AY1201
CDHSO01
CEEA99
CESLO1
CHMHO1
CMRCO1
DEHSO01
DPHEO1
DRMGO01
ERCLO1
ERLGO1
ERPD99
EULCO1
FDHEO1
FDOHO1
FMEC99
GENEO1
HCALO1
HECRO1
HERRO1
ISUPO1
JAEC99
KDHEO01
KSCFO01
KUFS99
LAEC99
LDRA99
LINDO1
LOCKO03
MARTO02
MARTO03
MDPHO01
MKMEO01
MSCLO1
NARLO1
NARLO2
NCNS99
NESI01
ODHLO01
ORIS01
OTLIO1
QUANO1
QUANO3
RMCL99

GrF25 Participating Laboratories

Lab Name

Alabama Department of Environmental Management

ALS Environmental

AREVA - CMC

Analytical Support Operations - Radiochemical Processing Lab
American Radiation Services Inc.

B&W Y-12, Analytical Chemistry Organization Laboratory
California Department of Public Health

Laboratorio de Vigilancia Ambiental Radiactiva

Lawrence Livermore National Laboratory - EMRL

222-S Laboratory

Carlsbad Environmental Monitoring and Research Center
Department of Environmental Health & Safety

Colorado Dept. of Public Health & Env. / Laboratory Services Div.
B&W Pantex - D&RMG

Washington State Public Health Laboratories

Environmental Radiation Laboratory

Ministry Of Health,Radiation Protection Department Lab
EnergySolutions, LLC

Florida Dept of Health Environmental Laboratory

Florida Dept. of Health, Mobile Environmental Radiological Lab
Foods and Water Laboratories Center

GEL Laboratories, LLC

Hazards Control Analytical Lab

SC Dept. Health and Environmental Control Radiological Laboratory
Washington Closure Hanford

ISU - Department of Physics/Health Physics/EAL

Radiation Measurements Laboratory

Kansas Dept. of Health & Environment

Kennedy Space Center, HP Laboratory

Center for Research in Environmental Radiation

Lebanese Atomic Energy Commission - Environmental Radiation
Laboratori de Radiologia Ambiental-Universitat de Barcelona
Linde FUSRAP Laboratory

Advanced Test Reactor (ATR) Complex Radioanalytical Laboratory
United States Enrichment Corporation

Radioactive Material Analysis Laboratory

MDPH-Radiation Control Program

PIKA International

MSC

National Air and Radiation Environmental Laboratory

USEPA - NAREL - MERL

National Center for Nuclear Sciences and Technologies

B&W Technical Services-Radioisotope & Analytical Chemistry Laboratc
Ohio Department of Health Laboratory

ORISE/IEAV

Outreach Technologies, Inc.

TestAmerica St. Louis

TestAmerica

Royal Scientific Society - Radiation Protection Lab

Num
Samples
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SEMLO1
SOuUTO1
SRPDO1
TDHLO1
TELEO1
TELEO2
TMAQOO01
TMARO1
TNUTO1
USED99
WESTO03
WIPPO1
WSHLO01
WSTIO1
WVDPO01
WVPLO1

GrF25 Participating Laboratories

SRS Environmental Monitoring Laboratory

Southwest Research Institute

Sandia National Laboratories, Radiation Protection Sample Diagnostic:
Texas Department of State Health Services Laboratory

TELEDYNE BROWN ENGINEERING - ENVIRONMENTAL SERVICES
Environmental, Inc., Midwest Lab

EBERLINE SERVICES OAK RIDGE LABORATORY

Eberline Analytical Corp. Richmond CA Lab

St. Louis USACE FUSRAP Laboratory

National Center for Nuclear Energy, Sciences and Techniques

Waste Sampling and Characterization Facility, MSA

WIPP Laboratories

Wisconsin State Laboratory of Hygiene

Waste Stream Technology Inc.

WVDP Environmental Laboratory

WVDP Radiation Protection Lab
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Lab Code
AREV01
CEEA99
FMEC99
KDHEO01
KUFS99
LINDO1
LOCKO03
MSCLO1
WESTO03
WSTIO01

Laboratories Not Reporting GrF25

Lab Name

AREVA - CMC

Laboratorio de Vigilancia Ambiental Radiactiva
Foods and Water Laboratories Center

Kansas Dept. of Health & Environment

Center for Research in Environmental Radiation
Linde FUSRAP Laboratory

Advanced Test Reactor (ATR) Complex Radioanalytical Laboratory
MSC

Waste Sampling and Characterization Facility, MSA
Waste Stream Technology Inc.

Mix Code
GrF
GrF
GrF
GrF
GrF
GrF
GrF
GrF
GrF
GrF



Analyte Name
Gross alpha
Gross beta

GrF25 Reference Values

Assnd Ref False Sens
Value Uncertainty Pos Eval

v

v

Rad Reference
Date

8/1/11 12:00 PM
8/1/11 12:00 PM



Mixed Analyte
.' Performance Evaluation Program

Sample Statistical Summary

MAPEP-11-GrF25

3
T AQR) Grand(3) Std Ref Ref Acceptance

Analyte Mean Dev Value Unc Range
[ Rediological ——Unils: (By/sampl) |
Gross alpha 57 47 False Positive Test
Gross beta 59 33 False Positive Test

Note: (1) T = Total number of laboratories reporting analyte.
(2) A = Number of laboratories with 'Acceptable’ performance.
(3) Mean excludes values derived as total metals and values indicated as "Not Acceptable".

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty
at two standard deviations, does not include zero).

N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically positive at two standard
deviations (Result/Uncertainty

Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty
at two standard deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard
deviations (Result/Uncertainty

Printed 1/23/2012



Flag Summary Report
Generated January 23, 2012
MAPEP-11-GrF25

Analyte A W RW N
Gross alpha 47 10
Gross beta 33 26



MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(ADEMO1) Alabama Department of Environmental Management
Montgomery Laboratory

Montgomery, AL 36110

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.001 Q) False Positive Test 0.0001
Gross beta 0.002 Q) False Positive Test 0.0001

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations

Issued 1/23/2012 Page 1 of 68 Printed 1/23/2012



MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(ANTEO1) ALS Environmental

225 Commerce Drive

Fort Collins, CO 80524-1416

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.002 A False Positive Test 0.001
Gross beta 0.03 - (D) False Positive Test 0.004

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations

Issued 1/23/2012 Page 2 of 68 Printed 1/23/2012



MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(AREVO01l) AREVA - CMC

1724 Mount Athos Road

Lynchburg, VA 24504

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha NR False Positive Test
Gross beta NR False Positive Test

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations

Issued 1/23/2012 Page 3 of 68 Printed 1/23/2012



MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(ARPLO1) Analytical Support Operations - Radiochemical Processing Lab
PO Box 999

Richland, WA 99354

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0045 Q) False Positive Test 0.0002
Gross beta 0.023 (D) False Positive Test 0.003

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations

Issued 1/23/2012 Page 4 of 68 Printed 1/23/2012



MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(ARSLO1) American Radiation Services Inc.
2609 North River Road

Port Allen, LA 70767

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0063 A False Positive Test 0.0092
Gross beta 0.031 A False Positive Test 0.014

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations

Issued 1/23/2012 Page 5 of 68 Printed 1/23/2012



MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(AY1201) B&W Y-12, Analytical Chemistry Organization Laboratory
Y12, NSC, Bldg. 9995, Rm 142

Oak Ridge, TN 37831-8189

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0024 A False Positive Test 0.010
Gross beta 0.013 A False Positive Test 0.013

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations

Issued 1/23/2012 Page 6 of 68 Printed 1/23/2012



MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(CDHSO01) California Department of Public Health
Drinking Water & Radiation Lab.

Richmond, CA 94804-6403

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.000185 A False Positive Test 0.00279
Gross beta -0.0119 A False Positive Test 0.00457

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(CESLO01) Lawrence Livermore National Laboratory - EMRL
7000 East Avenue

Livermore, CA 94551

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 2.83e-03 A False Positive Test 4.18e-03
Gross beta -1.23e-03 A False Positive Test 1.65e-02

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(CHMHO1) 222-S Laboratory

P.O. Box 250, MS T6-10

Richland, WA 99352

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha .000537 A False Positive Test .00278
Gross beta -.00102 A False Positive Test .00102

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(CMRCO01) Carlsbad Environmental Monitoring and Research Center
1400 University Dr.

Carlsbad, NM 88220

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0001 A False Positive Test 0.0005
Gross beta -0.015 - (29) False Positive Test 0.004

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(DEHSO01) Department of Environmental Health & Safety
North Carolina State Univ.

Raleigh, NC 27695-8007

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.006 A False Positive Test 0.003
Gross beta -0.006 A False Positive Test 0.002

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(DINL99) Departamento Ingenieria Nuclear y Mecanica de Fluidos
Alameda de Urquijo s/n

Bilbao, Vizcaya 48013

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 2.78E-03 A False Positive Test 9.30E-04
Gross beta -8.78E-03 - (29) False Positive Test 1.66E-03

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(DPHEO01) Colorado Dept. of Public Health & Env. / Laboratory Services Div.
8100 Lowry Blvd

Denver, CO 80230

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.001 A False Positive Test 0.01
Gross beta 0.03 A False Positive Test 0.02

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(DRMGO01) B&W Pantex - D&RMG

Bldg 12-122

Amarillo, TX 79120-0020

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha -4.97E-03 A False Positive Test 5.30E-03
Gross beta -2.83E-02 - (29) False Positive Test 3.85E-03

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(EPALO1L) U. S. EPA Office of Radiation and Indoor Air
944 E. Harmon Ave.

Las Vegas, NV 89119-6721

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.01 A False Positive Test 0.01
Gross beta -0.02 A False Positive Test 0.02

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(ERCLO1) Washington State Public Health Laboratories
1610 N.E. 150 th Srteet

Shoreline, WA 98155-9701

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha -0.00008 A False Positive Test 0.00063
Gross beta 0.0106 - (D) False Positive Test 0.0030

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(ERLGO1) Environmental Radiation Laboratory
Georgia Institute of Tech.

Atlanta, GA 30332

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha .01 A False Positive Test .04
Gross beta .01 A False Positive Test .04

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(ERPD99) Ministry Of Health,Radiation Protection Department Lab
Al-Awgaf Complex-Tower#12

Sharg, Kuwait 656

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.8859 Q) False Positive Test 0.0885
Gross beta 0.0445 (D) False Positive Test 0.0044

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(EULCO1) EnergySolutions, LLC

1-80, Exit 46

Clive, UT 84029

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha -.0018 A False Positive Test .0009
Gross beta -.0008 - (29) False Positive Test .00004

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(FDHEO1) Florida Dept of Health Environmental Laboratory
PO Box 680069

Orlando, FL 32868-0069

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.001 A False Positive Test 0.003
Gross beta 0.030 - (D) False Positive Test 0.009

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(FDOHO1) Florida Dept. of Health, Mobile Environmental Radiological Lab
PO Box 680069

Orlando, FL 32868-0069

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha .002 A False Positive Test 5
Gross beta -.007 A False Positive Test .09

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations

Issued 1/23/2012 Page 21 of 68 Printed 1/23/2012



MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(FMEC99) Foods and Water Laboratories Center
Ministry of Regional Municpalities and Water Resources
Muscat, B.O.Box. 3094 111

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha NR False Positive Test
Gross beta NR False Positive Test

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(GENEO1) GEL Laboratories, LLC

2040 Savage Road

Charleston, SC 29407

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0037 1) False Positive Test 0.0011
Gross beta 0.027 Q) False Positive Test 0.002

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(HCALO1) Hazards Control Analytical Lab
Lawrence Livermore National

Livermore, CA 94551

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha .009 A False Positive Test .01
Gross beta 0.03 A False Positive Test .03

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(HECRO01) SC Dept. Health and Environmental Control Radiological Laboratory
2600 Bull St.

Columbia, SC 29201

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha -0.01 A False Positive Test 0.01
Gross beta 0.005 A False Positive Test 0.017

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(HERRO1) Washington Closure Hanford
Radiological Counting Facility

Richland, WA 99352

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha .02 A False Positive Test .02
Gross beta .07 A False Positive Test .04

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(ISUPQ1) ISU - Department of Physics/Health Physics/EAL
785 S. 8th Ave, Rm 120

Pocatello, 1D 83209-8106

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0002 A False Positive Test 0.002
Gross beta 0.021 - (D) False Positive Test 0.005

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(JAEC99) Radiation Measurements Laboratory
Jordan Atomic Energy Commission

Amman, Jordan 00962 6

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0025 A False Positive Test 0.0011
Gross beta 0.018 - Q) False Positive Test 0.002

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(KDHEO01) Kansas Dept. of Health & Environment
Forbes Bldg. 740

Topeka, KS 66620

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha NR False Positive Test
Gross beta NR False Positive Test

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(KSCF01) Kennedy Space Center, HP Laboratory
IHA-022

Kennedy Space Center, FL 32899

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha .00218 A False Positive Test .01
Gross beta 0.0206 A False Positive Test 0.08

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(LAEC99) Lebanese Atomic Energy Commission - Environmental Radiation
National Council for Scientific Research

Beirut, Beirut 1107 2260

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0008 A False Positive Test 0.0021
Gross beta 0.06 - Q) False Positive Test 0.002

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(LDRA99) Laboratori de Radiologia Ambiental-Universitat de Barcelona
Facultat de Quimica

Barcelona, Barcelona 08028

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0004 A False Positive Test 0.0007
Gross beta -0.008 A False Positive Test 0.003

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(LINDO1) Linde FUSRAP Laboratory
Linde FUSRAP Project Site

Tonawanda, NY 14150

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha NR False Positive Test
Gross beta NR False Positive Test

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(LOCKO3) Advanced Test Reactor (ATR) Complex Radioanalytical Laboratory
INL/Battelle Energy Alliance, LLC

Idaho Falls, ID 83415-7111

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha NR False Positive Test
Gross beta NR False Positive Test

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(MARTO02) United States Enrichment Corporation
PO Box 1410

Paducah, KY 42002

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha -0.010 A False Positive Test 0.004
Gross beta 0.008 - (D) False Positive Test 0.001

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(MARTO3) Radioactive Material Analysis Laboratory
ORNL

Oak Ridge, TN 37831-6223

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0017 A False Positive Test 0.0049
Gross beta 0.0218 A False Positive Test 0.011

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(MDPHO01) MDPH-Radiation Control Program
MERL-Room 002

Jamaica Plain, MA 02130-3597

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.01 A False Positive Test 0.01
Gross beta 0.01 A False Positive Test 0.01

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(MKMEDO1) PIKA International

5025 Arnold Ave, Ste. 100

McClellan, CA 95652

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha .01 1) False Positive Test 0.002
Gross beta 2.37 Q) False Positive Test 0.47

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(MSCLO01) MSC

804 S. Illinois Ave

Oak Ridge, TN 37830

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha NR False Positive Test
Gross beta NR False Positive Test

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations

Issued 1/23/2012 Page 39 of 68 Printed 1/23/2012



MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(NARLO1) National Air and Radiation Environmental Laboratory
540 S. Morris Ave.

Montgomery, AL 36115-2601

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0027 A False Positive Test 0.0050
Gross beta 0.0257 - Q) False Positive Test 0.0057

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(NARLO2) USEPA - NAREL - MERL

540 S Morris Ave

Montgomery, AL 36115

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.00668 Q) False Positive Test 0.00197
Gross beta 0.0719 Q) False Positive Test 0.00481

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(NCNS99) National Center for Nuclear Sciences and Technologies
Technopole Sidi

Thabet Ariana, Ariana 2020

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.00433 1) False Positive Test 0.00117
Gross beta 1.10058 Q) False Positive Test 0.01067

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(NESI01) B&W Technical Services-Radioisotope & Analytical Chemistry Laboratory
Lynchburg Technology Center

Lynchburg, VA 24504-5447

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.019 Q) False Positive Test 0.006
Gross beta 0.020 (D) False Positive Test 0.006

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(ODHLO01) Ohio Department of Health Laboratory
8995 E Main Street

Reynoldsburg, OH 43068

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.002 A False Positive Test 0.001
Gross beta 0.001 A False Positive Test 0.001

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(ORIS01) ORISE/IEAV

PO Box 117

Oak Ridge, TN 37831-0117

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha -0.001 A False Positive Test 0.004
Gross beta -0.02 A False Positive Test 0.01

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(OTLIO1) Qutreach Technologies, Inc.

311 N. Aspen

Broken Arrow, OK 74012-

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha -.013 A False Positive Test 0.017
Gross beta -0.036 A False Positive Test 0.085

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(QUANO1) TestAmerica St. Louis

13715 Rider Trail North

Earth City, MO 63045-

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha -0.00016 A False Positive Test 0.00107
Gross beta 0.0252 - Q) False Positive Test 0.00282

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(QUANO3) TestAmerica

2800 GEORGE WASHINGTON WAY
RICHLAND, WA 99354-

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.00224 A False Positive Test 0.00131
Gross beta 0.0365 - (D) False Positive Test 0.00487

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(RMCL99) Royal Scientific Society - Radiation Protection Lab
70 Ahmad Al-Tarawneh Str.

Al-Jubaiha, Amman 11941

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha NR False Positive Test
Gross beta .35 - (D) False Positive Test .05

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(RPSCO01) Radiation Protection Service
Ontario Ministry of Labour

Weston, Ontario M9P 3T1

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.008 A False Positive Test 0.01
Gross beta -0.01 A False Positive Test 0.01

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(SEMLO1) SRS Environmental Monitoring Laboratory
Bldg 735-B

Aiken, SC 29808

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0045 A False Positive Test 0.0056
Gross beta -0.0043 A False Positive Test 0.012

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(SOUTO01) Southwest Research Institute
6220 Culebra Rd.

San Antonio, TX 78228-0510

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.00334 Q) False Positive Test  0.000726
Gross beta 0.0160 Q) False Positive Test 0.00146

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(SRPDO01) Sandia National Laboratories, Radiation Protection Sample Diagnostics
PO Box 5800, MS1103

Albuguerque, NM 87185-1103

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 2.11e-03 A False Positive Test 0.05
Gross beta -0.01 A False Positive Test 0.04

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(TDHLO1) Texas Department of State Health Services Laboratory
1100 W 49th Street

Austin, TX 78756

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.016 A False Positive Test 0.007
Gross beta 0.024 A False Positive Test 0.010

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(TELEOL1) TELEDYNE BROWN ENGINEERING - ENVIRONMENTAL SERVICES
2508 Quality Lane

Knoxville, TN 37931-6819

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0058 A False Positive Test 0.0102
Gross beta -0.0093 A False Positive Test 0.0237

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(TELEOZ2) Environmental, Inc., Midwest Lab
700 Landwehr Road

Northbrook, IL 60062-

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.39 Q) False Positive Test 0.05
Gross beta 1.64 Q) False Positive Test 0.07

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(TMAOO01) EBERLINE SERVICES OAK RIDGE LABORATORY
601 SCARBORO RD

OAK RIDGE, TN 37830-

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0038 A False Positive Test 0.0038
Gross beta 0.0282 A False Positive Test 0.0103

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(TMARO1) Eberline Analytical Corp. Richmond CA Lab
2030 Wright Ave

Richmond, CA 94804-3849

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.008 A False Positive Test 0.098
Gross beta -0.004 A False Positive Test 0.008

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(TNUTO1) St. Louis USACE FUSRAP Laboratory
8945 LATTY AVE

BERKELEY, MO 63134-

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0005 A False Positive Test 0.0023
Gross beta -0.0198 A False Positive Test 0.008

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(URSLO1) UNLV Radioanalytical Services Laboratory
Campus Mail Stop 453037

Las Vegas, NV 89154-3037

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha NR False Positive Test
Gross beta -0.0167 A False Positive Test 0.0180

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
W Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(USED99) National Center for Nuclear Energy, Sciences and Techniques
CNESTEN BP 1382

RABAT, RABAT RP 10001

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha -0.000151 A False Positive Test 0.00408
Gross beta 0.0665 A False Positive Test 0.0247

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25

(WESTO03) Waste Sampling and Characterization Facility, MSA
PO Box 650, S3-30

Richland, WA 99352

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha NR False Positive Test
Gross beta NR False Positive Test

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(WIPP0O1) WIPP Laboratories

1400 University Drive

Carlsbad, NM 88220

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 1.70E-05 A False Positive Test 2.21E-05
Gross beta -1.49E-02 - (29) False Positive Test 4.86E-03

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(WSHLO1) Wisconsin State Laboratory of Hygiene
2601 Agriculture Drive

Madison, W1 53718

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.005 A False Positive Test 0.027
Gross beta -0.01 A False Positive Test 0.02

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(WSTI01) Waste Stream Technology Inc.
302 Grote Ave

Buffalo, NY 14207

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha NR False Positive Test
Gross beta NR False Positive Test

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(WVDPO01) WVDP Environmental Laboratory
10282 Rock Springs Road

West Valley, NY 14171

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.00124 A False Positive Test 0.00138
Gross beta -0.0103 A False Positive Test 0.00425

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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MAPEP-11-GrF25 Combined Report

. Mixed Analyte
e Performance Evaluation Program

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-11-GrF25
(WVPLO01) WVDP Radiation Protection Lab
10282 Rock Springs Rd

West Valley, NY 14171

Radiological Units: (Bg/sample)
Ref Bias Acceptance Unc Unc
Analyte Result  Value Flag Notes (%) Range Value Flag
Gross alpha 0.0006 A False Positive Test 0.0029
Gross beta -0.0125 A False Positive Test 0.009

Radiological Reference Date: August 1, 2011

Gross Alpha Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically
positive at two standard deviations (Result/Uncertainty Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard
deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations
(Result/Uncertainty

Notes:

(1) = False Positive
(29) = Statistically significant negative value at 3 standard deviations
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The intent of the distribution graphs contained within this report is to graphically demonstrate to
users how % Bias data within the current MAPEP Series appears when examined by matrix, by
analyte, by method of sample preparation or by method of detection. The data points (small
'dots') plot the bias (or z-score for organic constituents) of each of the analytes in each of the
matrices. The BLACK small vertical line inside the small rectangle at the top of the data
distribution graph is the mean of the population of the bias shown for that analyte in the matrix.

th

Percentile 75" Percentile
Interquartile Rang

| Distributions | 2
| Highweay Mileage (MPG) |

(€]

— — | Possible Outliers Mean Confidence Diamond
28 30 35 410

| Moments ]

hean 28 4666BRT

Std Devy 2.8797104

Std Err Mean 1.0275568

Llpper 95% Mean 30.67Y05457
Lower 95% Mean 26262776

Ml 15
Surm gt 14
Sum 427
Yariance 15.838095
Skewness 07309964
kurtosis -0.165143
Y 13.980247
M Missing 1]

The box plots summarize the distribution of points for each analyte. The ends of the box are the
25th and 75th quantiles. The difference between the quartiles is the interquartile range. The line
across the middle of the box identifies the median bias value. Each box has lines, sometimes
called whiskers, which extend from each end. The whiskers extend from the ends of the small
box to the outermost data point that falls within the distances computed. Any potential outliers
are represented as small black dots.

The box plot of the bias data points and the mean visually illustrate the breadth of the
distribution and where any potential outliers in the distribution might lie. The moments for the
distribution plot are provided below the Bias plot. In some cases, N becomes very small and
thus developed statistics may not accurately reflect estimates of the population if N were a
significantly larger value.



GrF Distribution by Detection Method

[GrF Distribution by Detection Method

Distributions Analyte Name=Gross alpha, Detection
Method=Beta Counting - 2 pi gas flow proportional counter

[Bias ]

80

40 s

20

0

-20

-40 [

-60

-80
-100
[Quantiles ]
100.0% maximum 70.1
99.5% 70.1
97.5% 58.865
90.0% 27.4
75.0% quartile  -19.925
50.0% median -41
25.0% quartile -56.15
10.0% -72.48
2.5% -94.738
0.5% -99.2
0.0% minimum -99.2
[Moments ]
Mean -33.51667
Std Dev 36.581042
Std Err Mean 4.7225922
Upper 95% Mean -24.06678
Lower 95% Mean -42.96655
N 60

Distributions Analyte Name=Gross alpha, Detection
Method=Beta Counting - liquid scintillation counter

[Bias

]
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GrF Distribution by Detection Method

[GrF Distribution by Detection Method

Distributions Analyte Name=Gross alpha, Detection
Method=Beta Counting - liquid scintillation counter

[Bias ]
50
. T
0

-25

-50

75 I
-100
[Quantiles ]
100.0% maximum 36.5
99.5% 36.5
97.5% 36.5
90.0% 34.3
75.0% quartile 15.2
50.0% median -16.1
25.0% quartile -65.5
10.0% -91.32
2.5% -96.4
0.5% -96.4
0.0% minimum -96.4
[Moments ]
Mean -20.98182
Std Dev 42.520979
Std Err Mean 12.820557
Upper 95% Mean 7.5841641
Lower 95% Mean -49.5478
N 11

Distributions Analyte Name=Gross alpha, Detection
Method=Gross Alpha/Beta - 2 pi gas flow proportional counter

[Bias

]
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GrF Distribution by Detection Method

[GrF Distribution by Detection Method

Distributions Analyte Name=Gross alpha, Detection
Method=Gross Alpha/Beta - 2 pi gas flow proportional counter

]

[Bias
0_
| [ O

-100 —
[Quantiles ]
100.0% maximum 73.1
99.5% 73.1
97.5% 46.7
90.0% 19.15
75.0% quartile -16.55
50.0% median -46.05
25.0% quartile  -58.975
10.0% -70.45
2.5% -93.438
0.5% -100
0.0% minimum -100
[Moments ]
Mean -35.94675
Std Dev 35.443709
Std Err Mean 2.8561354
Upper 95% Mean -30.3042
Lower 95% Mean -41.58931
N 154

Distributions Analyte Name=Gross
alpha, Detection Method=Other

[Bias

]
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GrF Distribution by Detection Method

[GrF Distribution by Detection Method

Distributions Analyte Name=Gross
alpha, Detection Method=Other

[Bias ]

-45

[

-55

-60

-65

-70

-75

-80 I

-85
[Quantiles ]
100.0% maximum -45.1
99.5% -45.1
97.5% -45.1
90.0% -45.1
75.0% quartile -46.75
50.0% median -49.9
25.0% quartile  -78.575
10.0% -84.5
2.5% -84.5
0.5% -84.5
0.0% minimum -84.5
[Moments ]
Mean -58.88333
Std Dev 17.088876
Std Err Mean 6.9765042
Upper 95% Mean  -40.94966
Lower 95% Mean -76.81701
N 6

Distributions Analyte Name=Gross beta, Detection
Method=Beta Counting - 2 pi gas flow proportional counter

[Bias

]
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GrF Distribution by Detection Method

[GrF Distribution by Detection Method

Distributions Analyte Name=Gross beta, Detection
Method=Beta Counting - 2 pi gas flow proportional counter

[Bias ]

60

50 :

40

30

20

10

01 [

-10

-20

-30

-40

-50

-60

-70—]

-80 °
[Quantiles ]
100.0% maximum 53.4
99.5% 53.4
97.5% 49.2075
90.0% 22.22
75.0% quartile 13.9
50.0% median 6
25.0% quartile -5.425
10.0% -8.03
2.5% -16.897
0.5% -79.2
0.0% minimum -79.2
[Moments ]
Mean 5.45
Std Dev 16.537904
Std Err Mean 1.8725489
Upper 95% Mean 9.1787212
Lower 95% Mean 1.7212788
N 78

Distributions Analyte Name=Gross beta, Detection
Method=Beta Counting - liquid scintillation counter

[Bias

]
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GrF Distribution by Detection Method Page 6 of 8

[GrF Distribution by Detection Method ]

Distributions Analyte Name=Gross beta, Detection
Method=Beta Counting - liquid scintillation counter

[Bias ]

60—:| .

50

40

1]

20

10

; |

-10

-20

-30
[Quantiles ]
100.0% maximum 575
99.5% 57.5
97.5% 57.5
90.0% 46.1
75.0% quartile 6.65
50.0% median -4.3
25.0% quartile -11.45
10.0% -21.34
2.5% -23.7
0.5% -23.7
0.0% minimum -23.7
[Moments ]
Mean 1.8615385
Std Dev 21.372589
Std Err Mean 5.9276897

Upper 95% Mean 14.776865
Lower 95% Mean -11.05379
N 13

Distributions Analyte Name=Gross beta, Detection
Method=Gross Alpha/Beta - 2 pi gas flow proportional counter

[Bias ]
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[GrF Distribution by Detection Method ]

Distributions Analyte Name=Gross beta, Detection
Method=Gross Alpha/Beta - 2 pi gas flow proportional counter

[Bias ]
1 .

0- [
-100—] .
[Quantiles ]
100.0% maximum 72.8
99.5% 72.8
97.5% 43.725
90.0% 22.39
75.0% quartile 10.6
50.0% median 4.1
25.0% quartile -2.35
10.0% -9.39
2.5% -20.948
0.5% -100
0.0% minimum -100
[Moments ]
Mean 4.5854839
Std Dev 17.492023
Std Err Mean 1.2825774

Upper 95% Mean 7.1158422
Lower 95% Mean 2.0551256
N 186

Distributions Analyte Name=Gross
beta, Detection Method=Other

[Bias ]




GrF Distribution by Detection Method

[GrF Distribution by Detection Method

Distributions Analyte Name=Gross
beta, Detection Method=Other

]

[Bias
ol |
50
0
-50
-100
[Quantiles ]
100.0% maximum 100
99.5% 100
97.5% 100
90.0% 100
75.0% quartile 67.85
50.0% median 22.7
25.0% quartile -62.6
10.0% -92.2
2.5% -92.2
0.5% -92.2
0.0% minimum -92.2
[Moments ]
Mean 6.64
Std Dev 72.730963
Std Err Mean 32.526276
Upper 95% Mean 96.947418
Lower 95% Mean -83.66742
N 5
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GrF Distribution by Prep Method Page 1 of 16

| GrF Distribution by Prep Method )

Distributions Analyte Name=Gross alpha, Preparation Method=Acid
dissolution by strong Aqua Regqia, hydrofluoric acid, etc.

[Bias ]

40 I

20

-60 I

[Quantiles ]

100.0% maximum 43.7
99.5% 43.7
97.5% 43.7
90.0% 43.7
75.0% quartile 25.55
50.0% median -16.1
25.0% quartile -54.35

10.0% -71
2.5% -71
0.5% -71
0.0% minimum -71
[Moments ]
Mean -15.46667
Std Dev 41.410627
Std Err Mean 13.803542

Upper 95% Mean 16.364359
Lower 95% Mean -47.29769
N 9

Distributions Analyte Name=Gross alpha,
Preparation Method=Coprecipitation, acidified

[Bias ]




GrF Distribution by Prep Method

| GrF Distribution by Prep Method

]

Distributions Analyte Name=Gross alpha, Preparation Method=EPA
900, Radioactivity, Gross Alpha/Beta Screening, 600/4-80-032

)

[Bias

30

20

10

O_

-10——|

-20

-30

-40

ol I

=== T
=70

o
[Quantiles ]
100.0% maximum 29.3
99.5% 29.3
97.5% 29.3
90.0% 29.3
75.0% quartile 2.35
50.0% median -20.6
25.0% quartile -55.25
10.0% -71.3
2.5% -71.3
0.5% -71.3
0.0% minimum -71.3
[Moments ]
Mean -24.25556
Std Dev 33.626445
Std Err Mean 11.208815
Upper 95% Mean 1.5920179
Lower 95% Mean -50.10313
N 9

Distributions Analyte Name=Gross alpha,
Preparation Method=Evaporation, acidified

[Bias

]
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GrF Distribution by Prep Method

| GrF Distribution by Prep Method

Distributions Analyte Name=Gross alpha,
Preparation Method=Evaporation, acidified

[Bias ]
i
-14+
-16
-18
-20
-22
-24
-26
28 i
-30

[Quantiles ]
100.0% maximum -12.9
99.5% -12.9
97.5% -12.9
90.0% -12.9
75.0% quartile -12.9
50.0% median -27.2
25.0% quartile -28.7
10.0% -28.7
2.5% -28.7
0.5% -28.7
0.0% minimum -28.7
[Moments ]
Mean -22.93333
Std Dev 8.7214295
Std Err Mean 5.0353197
Upper 95% Mean -1.268101
Lower 95% Mean -44.59857

N

3

Distributions Analyte Name=Gross alpha,
Preparation Method=Evaporation, straight

[Bias

]
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GrF Distribution by Prep Method

| GrF Distribution by Prep Method

Distributions Analyte Name=Gross alpha,
Preparation Method=Evaporation, straight

[Bias ]
-1.2-
-1.4
-1.6
-1.8
-2.0
2.2
[Quantiles ]
100.0% maximum -2.3
99.5% -2.3
97.5% -2.3
90.0% -2.3
75.0% quartile -2.3
50.0% median -2.3
25.0% quartile -2.3
10.0% -2.3
2.5% -2.3
0.5% -2.3
0.0% minimum -2.3
[Moments ]
Mean -2.3
Std Dev

Std Err Mean
Upper 95% Mean
Lower 95% Mean

N

1

Distributions Analyte Name=Gross alpha, Preparation
Method=lon Exchange Chromatography / lon Chromatography

[Bias

]
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GrF Distribution by Prep Method

| GrF Distribution by Prep Method

Distributions Analyte Name=Gross alpha, Preparation
Method=lon Exchange Chromatography / lon Chromatography

]

[Bias

-18

-20

-22

-24

-26

-28

-30 —
[Quantiles ]
100.0% maximum -29.7
99.5% -29.7
97.5% -29.7
90.0% -29.7
75.0% quartile -29.7
50.0% median -29.7
25.0% quartile -29.7
10.0% -29.7
2.5% -29.7
0.5% -29.7
0.0% minimum -29.7
[Moments ]
Mean -29.7
Std Dev

Std Err Mean
Upper 95% Mean
Lower 95% Mean

N

1

Distributions Analyte Name=Gross alpha, Preparation
Method=No preparation - analyzed as received

[Bias

]
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| GrF Distribution by Prep Method )

Distributions Analyte Name=Gross alpha, Preparation
Method=No preparation - analyzed as received

[Bias ]

I e se

Fm |

-100 —
[Quantiles ]
100.0% maximum 73.1
99.5% 73.055
97.5% 48.49
90.0% 25.87

75.0% quartile -19.85
50.0% median -45.9
25.0% quartile -59.8

10.0% -71.72
2.5% -94.958
0.5% -99.993
0.0% minimum -100
[Moments ]
Mean -36.13564
Std Dev 36.349407
Std Err Mean 2.5575354

Upper 95% Mean -31.0926
Lower 95% Mean -41.17869
N 202

Distributions Analyte Name=Gross beta, Preparation Method=Acid
dissolution by strong Aqua Regqia, hydrofluoric acid, etc.

[Bias ]




GrF Distribution by Prep Method

| GrF Distribution by Prep Method

Distributions Analyte Name=Gross beta, Preparation Method=Acid
dissolution by strong Aqua Regqia, hydrofluoric acid, etc.

[Bias ]
1]
70 )
60
50
40
30
20
10
0 [
-10
[Quantiles ]
100.0% maximum 72.8
99.5% 72.8
97.5% 72.8
90.0% 72.8
75.0% quartile  25.225
50.0% median 4.4
25.0% quartile -0.675
10.0% -1.6
2.5% -1.6
0.5% -1.6
0.0% minimum -1.6
[Moments ]
Mean 15.25
Std Dev 25.400056
Std Err Mean 8.980276
Upper 95% Mean 36.484978
Lower 95% Mean -5.984978
N 8

Distributions Analyte Name=Gross beta,
Preparation Method=Coprecipitation, acidified

[Bias

]
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GrF Distribution by Prep Method Page 12 of 16

| GrF Distribution by Prep Method )
‘ Distributions Analyte Name=Gross beta, Preparation Method=EPA

900, Radioactivity, Gross Alpha/Beta Screening, 600/4-80-032

[Bias ]

60—:|

50

40

30——|

20

10

) |

-10 J

-20-
[Quantiles ]
100.0% maximum 53.4
99.5% 53.4
97.5% 53.4
90.0% 46.08
75.0% quartile  16.475
50.0% median 0.1
25.0% quartile -6.075
10.0% -9.14
2.5% -10.1
0.5% -10.1
0.0% minimum -10.1
[Moments ]
Mean 7.3583333
Std Dev 18.613654
Std Err Mean 5.373299

Upper 95% Mean 19.184885
Lower 95% Mean -4.468218
N 12

Distributions Analyte Name=Gross beta,
Preparation Method=Evaporation, acidified

[Bias ]
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| GrF Distribution by Prep Method )

Distributions Analyte Name=Gross beta,
Preparation Method=Evaporation, acidified

[Bias ]
-6

_8—:| TT]
-10
-12

-14 - +—H
-16
-18
-20
-22
-24 b

[Quantiles ]

100.0% maximum -7.6
99.5% -7.6
97.5% -7.6
90.0% -7.6
75.0% quartile -7.6
50.0% median -14.1
25.0% quartile -23.7

10.0% -23.7
2.5% -23.7
0.5% -23.7
0.0% minimum -23.7
[Moments ]
Mean -15.13333
Std Dev 8.0995885
Std Err Mean 4.6762996

Upper 95% Mean 4.9871598
Lower 95% Mean -35.25383
N 3

Distributions Analyte Name=Gross beta,
Preparation Method=Evaporation, straight

[Bias ]




GrF Distribution by Prep Method

| GrF Distribution by Prep Method

Distributions Analyte Name=Gross beta,
Preparation Method=Evaporation, straight

[Bias ]
10—:| }_

9_

8_

7_

6_

5 i

4

3_

2_

N

0 Tt
[Quantiles ]
100.0% maximum 9.4
99.5% 9.4
97.5% 9.4
90.0% 9.4
75.0% quartile 9.4
50.0% median 4.9
25.0% quartile 0.4
10.0% 0.4
2.5% 0.4
0.5% 0.4
0.0% minimum 04
[Moments ]
Mean 4.9
Std Dev 6.363961
Std Err Mean 4.5
Upper 95% Mean 62.077921
Lower 95% Mean -52.27792

N

2

Distributions Analyte Name=Gross beta, Preparation
Method=lon Exchange Chromatography / lon Chromatography

[Bias

]
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GrF Distribution by Prep Method

| GrF Distribution by Prep Method

Distributions Analyte Name=Gross beta, Preparation
Method=lon Exchange Chromatography / lon Chromatography

[Bias ]
i
5_
0_
-5
-10
—15—:| 4
[Quantiles ]
100.0% maximum 9.4
99.5% 9.4
97.5% 9.4
90.0% 9.4
75.0% quartile 9.4
50.0% median -2.65
25.0% quartile -14.7
10.0% -14.7
2.5% -14.7
0.5% -14.7
0.0% minimum -14.7
[Moments ]
Mean -2.65
Std Dev 17.041273
Std Err Mean 12.05
Upper 95% Mean 150.45977
Lower 95% Mean -155.7598

N

2
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GrF Distribution by Prep Method

| GrF Distribution by Prep Method

Distributions Analyte Name=Gross beta, Preparation
Method=No preparation - analyzed as received

[Bias ]

] .

] ,

: []

0- [

] .
-100—] .
[Quantiles ]
100.0% maximum 71.2
99.5% 67.912
97.5% 42.2
90.0% 22.14
75.0% quartile 11.8
50.0% median 4.3
25.0% quartile -3.9
10.0% 9.2
2.5% -22.04
0.5% -99.712
0.0% minimum -100
[Moments ]
Mean 4.251417
Std Dev 17.356384
Std Err Mean 1.1043602
Upper 95% Mean 6.4266248
Lower 95% Mean 2.0762092

N

247
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The intent of the historical graphs contained within this report isto graphically illustrate how
laboratories are historically performing within the MAPEP program. The data points (small
'dots) plot the bias (or z-score for organic constituents) of each of the analytesin each of the
matrices for each of the studies for MAPEP since Series 12. The BLACK small horizontal line
is the mean of the population of the bias shown for that analyte in the matrix. The red box isa
typical "box plot" of the data.
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The box plots summarize the distribution of points for each analyte. The ends of the box are the
25th and 75th quantiles. The difference between the quartilesis the interquartile range. The line
across the middle of the box identifies the median sample value. Each box has lines, sometimes
called whiskers, that extend from each end. The whiskers extend from the ends of the end to the
outermost data point that falls within the distances computed .

The box plot along with the laboratory bias data points and the mean visually illustrate the
breadth of the distribution and where any potential outliersin the distribution might lie. The
ideal visual representation would be to have avery small box plot on top of avery small
distribution of data thusindicating very good precision. Accuracy would be reflected by having
the mean bias very close to zero (i.e. the box plot overlaps zero at some point).

The Standard Deviation plot below the Bias plot is just that, the standard deviation of the % bias
shown above. Theidea pot would be to have the standard deviation as small as possible.
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[Chart Lab Code=GENEO01, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=GENEO01, Analyte Name=Gross beta ]
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[Chart Lab Code=GENEO01, Analyte Name=Gross beta ]

1207
100
80:
60
40
e - =
© ] —
o O_ L
-20
407
-60
-80]
-1007
-120
GF ~GF  GF  GF  GIF
o — N ™ <
I3 o~ N N N
[2] [} [2] [} [2]
Q Q0 Q 2} Q
) @ ) @ )
n n n n n
o o o o o
L L L L L
o o o o o
< < < < <
= = = = =

Matrix Code within Series

Matrix Code . GrF

6 rows excluded

[Chart Lab Code=HCALO1, Analyte Name=Gross alpha ]
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[Chart Lab Code=HCALO1, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=HCALO1, Analyte Name=Gross beta ]
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[Chart Lab Code=HCALO1, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=HECRO01, Analyte Name=Gross alpha ]
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[Chart Lab Code=HECRO01, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=HECRO01, Analyte Name=Gross beta ]
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[Chart Lab Code=HECRO01, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=HERRO01, Analyte Name=Gross alpha ]
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[Chart Lab Code=HERRO01, Analyte Name=Gross alpha ]
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[Chart Lab Code=ISUP01, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=ISUP01, Analyte Name=Gross beta ]
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[Chart Lab Code=ISUP01, Analyte Name=Gross beta ]

1207
100
80:
60
40
20
8 oJ
o ]
-20
407
-60
-80]
-1007
-120

GF ~GF  GF  GF  GIF

o — N ™ <

I3 o~ N N N

[2] [} [2] [} [2]

o o o ) o

) @ ) @ )

(7] n (7] n (7]

o o o o o

L L L L L

o o o o o

< < < < <

= = = = =

Matrix Code within Series

Matrix Code . GrF

6 rows excluded
[Chart Lab Code=JAEC99, Analyte Name=Gross alpha ]
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4 rows excluded

[Chart Lab Code=JAEC99, Analyte Name=Gross beta ]
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[Chart Lab Code=JAEC99, Analyte Name=Gross beta ]
1207
100
80:
60
40
20
i —
-20
407
-60
-80]
-1007
-120

Bias

. GrF N GrF N GrF .
MAPEP Series 22 MAPEP Series 23 MAPEP Series 24

Matrix Code within Series

Matrix Code . GrF

4 rows excluded

[Chart Lab Code=KDHEO01, Analyte Name=Gross alpha ]
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4 rows excluded

[Chart Lab Code=KDHEO01, Analyte Name=Gross beta ]
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[Chart Lab Code=KDHEO01, Analyte Name=Gross beta ]
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4 rows excluded

[Chart Lab Code=KSCF01, Analyte Name=Gross alpha ]
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[Chart Lab Code=KSCF01, Analyte Name=Gross alpha ]
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[Chart Lab Code=KUFS99, Analyte Name=Gross alpha ]
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[Chart Lab Code=KUFS99, Analyte Name=Gross alpha }
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[Chart Lab Code=LAEC99, Analyte Name=Gross alpha ]
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[Chart Lab Code=LDRA99, Analyte Name=Gross alpha ]
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3 rows excluded

[Chart Lab Code=LDRA99, Analyte Name=Gross beta ]
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3 rows excluded

[Chart Lab Code=LOCKO03, Analyte Name=Gross alpha ]




Post25_rad - Chart Page 46 of 103
[Chart Lab Code=LOCKO03, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=LOCKO03, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=MARTO02, Analyte Name=Gross alpha ]
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[Chart Lab Code=MARTO02, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=MART02, Analyte Name=Gross beta ]
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[Chart Lab Code=MARTO02, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=MARTO03, Analyte Name=Gross alpha ]
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[Chart Lab Code=MARTO03, Analyte Name=Gross alpha ]

1207
100
80
60
40
20
8 oJ
o ]
-20
407
-60
-80]
-1007
-120
GrF GrF N GrF N GrF
o — N <
I3 ~ N N
[2] [77] ] [2]
o @ RS} 4]
) 3] o) )
(7] (7] ] (7]
o o o o
L L L L
o o o o
< < < <
= = = =

Matrix Code within Series

Matrix Code [l GrF

6 rows excluded

[Chart Lab Code=MARTO03, Analyte Name=Gross beta ]
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[Chart Lab Code=MARTO03, Analyte Name=Gross beta ]
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6 rows excluded
[Chart Lab Code=MDPHO01, Analyte Name=Gross alpha ]
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[Chart Lab Code=MDPHO01, Analyte Name=Gross beta ]
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5 rows excluded

[Chart Lab Code=MKMEO01, Analyte Name=Gross beta ]
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[Chart Lab Code=MKMEO01, Analyte Name=Gross beta ]
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5 rows excluded
[Chart Lab Code=MSCL01, Analyte Name=Gross beta ]
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1 rows excluded

[Chart Lab Code=NARLO01, Analyte Name=Gross alpha ]
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[Chart Lab Code=NARLO01, Analyte Name=Gross alpha ]
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4 rows excluded

[Chart Lab Code=NARL02, Analyte Name=Gross alpha ]
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[Chart Lab Code=NARL02, Analyte Name=Gross alpha ]
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[Chart Lab Code=NCNS99, Analyte Name=Gross alpha ]
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2 rows excluded

[Chart Lab Code=NESI01, Analyte Name=Gross alpha ]
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[Chart Lab Code=NESI01, Analyte Name=Gross alpha ]

1207
100
80:
60
40
=
8 o] e
m —
H BN
407
-60
-80]
-1007
-120
GrF N GrF GrF N GrF
o — N <
I3 ~ N N
[2] (2] ] [2]
Q o [} Q
) o o) )
(7] (7] ] (7]
o o o o
L L L L
o o o o
< < < <
= = = =

Matrix Code within Series

Matrix Code . GrF

6 rows excluded

[Chart Lab Code=NESI01, Analyte Name=Gross beta ]
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[Chart Lab Code=NESI01, Analyte Name=Gross beta ]
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6 rows excluded
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2 rows excluded
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[Chart Lab Code=NTSI01, Analyte Name=Gross beta ]
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[Chart Lab Code=OBGL01, Analyte Name=Gross beta ]
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6 rows excluded
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[Chart Lab Code=ODHLO01, Analyte Name=Gross beta ]
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5 rows excluded

[Chart Lab Code=0ORIS01, Analyte Name=Gross alpha ]
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[Chart Lab Code=0ORIS01, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=ORIS01, Analyte Name=Gross beta ]
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[Chart Lab Code=0ORIS01, Analyte Name=Gross beta ]
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6 rows excluded
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[Chart Lab Code=0TLI01, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=QUANO1, Analyte Name=Gross alpha ]
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[Chart Lab Code=QUANO1, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=QUANO1, Analyte Name=Gross beta ]
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[Chart Lab Code=QUANO1, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=QUANO03, Analyte Name=Gross alpha ]




Post25_rad - Chart Page 68 of 103
[Chart Lab Code=QUANO03, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=QUANO03, Analyte Name=Gross beta ]
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[Chart Lab Code=QUANO03, Analyte Name=Gross beta ]
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6 rows excluded
[Chart Lab Code=RESL88, Analyte Name=Gross alpha ]
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1 rows excluded

[Chart Lab Code=RESL88, Analyte Name=Gross beta ]
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[Chart Lab Code=RESL88, Analyte Name=Gross beta ]
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1 rows excluded

[Chart Lab Code=RMCL99, Analyte Name=Gross alpha ]

1207
100
80
607
40
20

Bias
o

GrF
MAPEP Series 20

Matrix Code within Series

Matrix Code . GrF

3 rows excluded

[Chart Lab Code=RMCL99, Analyte Name=Gross beta ]
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[Chart Lab Code=RMCL99, Analyte Name=Gross beta ]
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3 rows excluded

[Chart Lab Code=RPCRO01, Analyte Name=Gross alpha ]
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[Chart Lab Code=RPCRO01, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=RPSC01, Analyte Name=Gross beta ]
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[Chart Lab Code=RPSCO01, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=RSALO01, Analyte Name=Gross alpha ]
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3 rows excluded

[Chart Lab Code=RSALO01, Analyte Name=Gross beta ]
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[Chart Lab Code=RSALO01, Analyte Name=Gross beta ]
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3 rows excluded

[Chart Lab Code=SCALO01, Analyte Name=Gross alpha ]
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3 rows excluded

[Chart Lab Code=SCALO01, Analyte Name=Gross beta ]
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[Chart Lab Code=SCALO01, Analyte Name=Gross beta ]
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3 rows excluded
[Chart Lab Code=SEMLO01, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=SEMLO01, Analyte Name=Gross beta ]
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[Chart Lab Code=SEMLO01, Analyte Name=Gross beta ]
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6 rows excluded
[Chart Lab Code=SLDL01, Analyte Name=Gross alpha ]
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2 rows excluded

[Chart Lab Code=SLDL01, Analyte Name=Gross beta ]
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[Chart Lab Code=SLDL01, Analyte Name=Gross beta ]
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2 rows excluded

[Chart Lab Code=SOUTO01, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=SOUTO01, Analyte Name=Gross beta ]
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[Chart Lab Code=SOUTO01, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=SRPDO01, Analyte Name=Gross alpha ]




Post25_rad - Chart Page 79 of 103
[Chart Lab Code=SRPDO01, Analyte Name=Gross alpha ]
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[Chart Lab Code=TDHLO01, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=TDHLO01, Analyte Name=Gross beta ]
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[Chart Lab Code=TDHLO01, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=TELEO1, Analyte Name=Gross alpha ]
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[Chart Lab Code=TELEO1, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=TELEO1, Analyte Name=Gross beta ]
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[Chart Lab Code=TELEO1, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=TELEO02, Analyte Name=Gross alpha ]
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[Chart Lab Code=TELEO02, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=TELEO02, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=TMAOO1, Analyte Name=Gross alpha ]
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[Chart Lab Code=TMAOO1, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=TMAOO01, Analyte Name=Gross beta ]
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[Chart Lab Code=TMAOO01, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=TMARO01, Analyte Name=Gross alpha ]
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[Chart Lab Code=TMARO01, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=TMARO01, Analyte Name=Gross beta ]
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[Chart Lab Code=TMARO01, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=TNUTO01, Analyte Name=Gross alpha ]
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[Chart Lab Code=TNUTO01, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=TNUTO01, Analyte Name=Gross beta ]
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[Chart Lab Code=TNUTO01, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=URSL01, Analyte Name=Gross alpha ]
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[Chart Lab Code=URSL01, Analyte Name=Gross alpha ]
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[Chart Lab Code=USED99, Analyte Name=Gross alpha ]
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1 rows excluded

[Chart Lab Code=USED99, Analyte Name=Gross beta ]
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1 rows excluded

[Chart Lab Code=WESTO03, Analyte Name=Gross alpha ]
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[Chart Lab Code=WESTO03, Analyte Name=Gross alpha ]
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5 rows excluded

[Chart Lab Code=WEST03, Analyte Name=Gross beta ]
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[Chart Lab Code=WEST03, Analyte Name=Gross beta ]
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5 rows excluded
[Chart Lab Code=WEST04, Analyte Name=Gross alpha ]
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6 rows excluded

[Chart Lab Code=WESTO04, Analyte Name=Gross beta ]
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[Chart Lab Code=WEST04, Analyte Name=Gross beta ]
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6 rows excluded

[Chart Lab Code=WIPP01, Analyte Name=Gross alpha ]
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[Chart Lab Code=WIPP01, Analyte Name=Gross alpha ]
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1 rows excluded

[Chart Lab Code=WIPP01, Analyte Name=Gross beta ]
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[Chart Lab Code=WIPP01, Analyte Name=Gross beta ]
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1 rows excluded

[Chart Lab Code=WSHLO01, Analyte Name=Gross alpha ]
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[Chart Lab Code=WSHLO01, Analyte Name=Gross alpha ]
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6 rows excluded
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