
Mixed Analyte Performance Evaluation Program
Statistical Summary

Sample ID: MAPEP-06-MaW16 Mixed Analyte Water Standard

Analyte
Reference

ValueT(1) A(2)
Grand
Mean

Std.
Dev.

Acceptance
Limits Units

Analyte
Text

Antimony 0.54729 29 0.543 0.039 (mg/L)0.382 0.711-

Arsenic 1.8632 31 1.850 0.124 (mg/L)1.30 2.42-

Barium < 0.229 28

Beryllium 0.296232 32 0.290 0.024 (mg/L)0.2073 0.3851-

Cadmium 0.65932 31 0.642 0.038 (mg/L)0.461 0.857-

Chromium 3.23732 32 3.192 0.159 (mg/L)2.266 4.208-

Cobalt 9.1929 28 9.031 0.508 (mg/L)6.43 11.95-

Copper 1.60732 32 1.601 0.083 (mg/L)1.125 2.089-

Lead 3.02733 31 2.989 0.146 (mg/L)2.119 3.935-

Mercury 0.0045228 25 0.004 0.000 (mg/L)0.00316 0.00588-

Nickel 7.3932 31 7.214 0.381 (mg/L)5.17 9.61-

Selenium 0.81932 30 0.795 0.060 (mg/L)0.573 1.065-

Silver < 0.0125 24

Thallium 4.65530 29 4.666 0.306 (mg/L)3.258 6.052-

Uranium-Total 0.1819 19 0.185 0.011 (mg/L)0.13 0.23-

Uranium-235 0.0012810 9 0.001 0.000 (mg/L)8.96E-3 1.66E-3-

Uranium-238 0.17811 11 0.178 0.012 (mg/L)0.125 0.231-

Vanadium 6.1330 30 6.203 0.232 (mg/L)4.29 7.97-

Zinc 12.1229 29 11.944 0.883 (mg/L)8.48 15.76-

Americium-241 2.3149 45 2.137 0.175 (Bq/L)1.62 3.00-

Cesium-134 112.8280 79 104.083 7.401 (Bq/L)78.97 146.66-

Cesium-137 196.1482 81 196.725 9.170 (Bq/L)137.30 254.98-

Cobalt-57 213.0881 81 214.617 9.809 (Bq/L)149.16 277.00-

Cobalt-60 47.582 82 47.197 2.174 (Bq/L)33.2 61.8-

Hydrogen-3 428.8559 56 437.867 44.129 (Bq/L)300.20 557.50-

Iron-55 165.412 11 148.291 19.809 (Bq/L)115.8 215.0-

Manganese-54 53 50 (Bq/L)False Positive Test

Nickel-63 118.6216 16 111.329 10.229 (Bq/L)83.03 154.21-

Plutonium-238 1.3941 38 1.357 0.087 (Bq/L)0.97 1.81-

Plutonium-239/240 1.9441 38 1.798 0.118 (Bq/L)1.36 2.52-

Strontium-90 15.6940 38 15.381 1.789 (Bq/L)10.98 20.40-

Technetium-99 27.1524 23 26.610 2.968 (Bq/L)19.00 35.29-

Uranium-234/233 2.1540 40 2.128 0.138 (Bq/L)1.50 2.80-

Uranium-238 2.2241 41 2.135 0.170 (Bq/L)1.55 2.89-

Zinc-65 176.3781 81 183.138 9.480 (Bq/L)123.46 229.28-
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Note: Outliers are excluded from the statistical summary.
Outliers are defied as laboratory data with a bias greater than30 percent.
  (1)  T = Total Number of Laboratories Reporting Analyte.
  (2)  A = Number of Laboratories with 'Acceptable' Performance. 


