
Mixed Analyte Performance Evaluation Program
Statistical Summary

Sample ID: MAPEP-05-OrW13

Analyte
Reference

ValueT(1) A(2)
Grand
Mean

Std.
Dev.

Acceptance
Limits Units

Analyte
Text

1,3-Dichlorobenzene 30.725 25 30.73 7.93 (ug/L)6.94 54.53-

1,4-Dichlorobenzene 27.225 25 27.18 6.98 (ug/L)6.25 48.11-

2,4-Dimethylphenol 49.925 25 49.90 9.94 (ug/L)20.10 79.70-

1,2,4-Trichlorobenzene 31.525 25 31.51 7.48 (ug/L)9.07 53.95-

Naphthalene 3724 24 37.02 8.00 (ug/L)13.02 61.02-

Hexachlorobutadiene 28.824 24 28.76 8.82 (ug/L)2.31 55.20-

2-Methylphenol 41.520 20 41.49 23.11 (ug/L)QL 110.80-

2,6-Dichlorophenol 44.815 15 44.82 10.74 (ug/L)12.60 77.04-

2,6-Dinitrotoluene 55.925 25 55.87 12.29 (ug/L)19.02 92.73-

2,4-Dinitrotoluene 57.625 25 57.56 17.94 (ug/L)3.76 111.35-

4-Nitrophenol 50.823 23 50.76 27.61 (ug/L)QL 133.57-

Diethylphthalate 53.425 25 53.42 9.91 (ug/L)23.70 83.14-

Hexachlorobenzene 31.923 23 31.87 15.08 (ug/L)QL 77.09-

Anthracene 41.323 23 41.32 21.66 (ug/L)QL 106.29-

1,3-Dinitrobenzene 50.514 14 50.51 19.73 (ug/L)QL 109.67-

Pyrene 42.124 24 42.14 22.33 (ug/L)QL 109.11-

Benzo(a)anthracene 27.321 21 27.27 13.35 (ug/L)QL 67.32-

Heptachlor 4.815 13 4.78 1.01 (ug/L)1.74 7.82-

Dieldrin 4.814 14 4.76 2.03 (ug/L)QL 10.86-

4,4'-DDT 4.315 14 4.31 2.41 (ug/L)QL 11.53-
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Note: Outliers are excluded from the statistical summary.
Outliers are defied as laboratory data with a bias greater than 30 percent.
  (1)  T = Total Number of Laboratories Reporting Analyte.
  (2)  A = Number of Laboratories with 'Acceptable' Performance. 


